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Compton side-scattering has been used to simultaneously downshift the energy of keV to MeV
energy range photons while attenuating their flux to enable single-shot, spectrally resolved, mea-
surements of high flux X-ray sources to be undertaken. To demonstrate the technique a 1 mm
thick pixelated cadmium telluride detector has been used to measure spectra of Compton side-
scattered radiation from a Cobalt-60 laboratory source and a high flux, high peak brilliance X-ray
source of betatron radiation from a laser-plasma wakefield accelerator. © 2013 AIP Publishing LLC.
[http://dx.doi.org/10.1063/1.4825374]
I. INTRODUCTION
X-ray radiation is used as a probe in the study of the
structure of matter in a wide range of disciplines from the
life sciences, through materials sciences, to plasma and fu-
sion physics. It has been a strong motivation for the devel-
opment of a new generation of X-ray free-electron lasers
(XFELs), such as the Linac Coherent Light Source (LCLS)1
and the European XFEL, which is under development. More
recently, laser-plasma wakefield accelerators (LWFAs)2 have
been shown to be brilliant sources of high energy photons
with GW peak powers and energies that extend into the
MeV range.5 These sources produce spatially coherent,3–5
femtosecond duration, X-ray pulses. Betatron emission and
Thomson back-scattering of laser light off high energy elec-
tron beams6, 7 can also lead to emission in the gamma-ray
range. Laser-plasma based X-ray sources are attracting the at-
tention of the scientific community because of their compact-
ness, their short pulse duration, high peak power and their
tunability. To exploit laser-plasma based X-ray sources and
investigate their properties, single-shot, spectrally resolving
X-ray detectors are required.3, 5 Their huge photon flux makes
conventional X-ray detectors unsuitable.
We present a technique based on Compton side-scattering
to reduce the photon flux while shifting the spectrum into
a spectral region where a pixelated detector can be used to
measure spectra in a single shot over a large spectral range.
This configuration allows spectral measurements of high flux,
broad bandwidth X-ray sources to be made in a single shot.
a)Email: d.a.jaroszynski@strath.ac.uk
In Sec. II of the paper we show how Compton side-
scattering can be used to increase both the detection range and
reduce the photon flux. We also discuss the detector require-
ments. In Sec. III we describe modelling and calibration of
the pixelated semiconductor detector Timepix, which is used
to demonstrate our method. In Sec. IV we present experimen-
tal demonstrations of the method using Timepix to record 90◦
Compton side-scattered spectra of photons from a Cobalt-60
calibration source and, to demonstrate flux reduction, beta-
tron X-ray radiation from a LWFA experiment. In Sec. V we
discuss the limitations and suggest further development of the
proposed technique.
II. THE COMPTON SIDE-SCATTERING
CONFIGURATION AND DETECTOR REQUIREMENTS
One way of extending the energy and flux range of an
X-ray detector is to use the Compton effect. This is inspired
by Compton telescopes used in astrophysics8 to determine the
energy and source position of incoming gamma-ray photons.
Compton telescopes utilise two detectors with one acting as
a Compton scattering centre, where the Compton-produced
electron is detected, while the other detects the scattered pho-
tons. From the energy deposited in each detector, it is possible
to reconstruct the energy of the incoming radiation and the
scattering angle to deduce the source position.
We have modified this scheme and combined the two ef-
fects into a single detector: the original first detector is re-
placed by a scattering centre while the second effectively de-
tects a collimated beam of photons at a fixed angle defined
by the positions of the source, scattering centre, and detec-
tor. Using this configuration it is possible to directly evaluate
0034-6748/2013/84(11)/113302/7/$30.00 © 2013 AIP Publishing LLC84, 113302-1
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FIG. 1. (a) Compton side-scattered photon energy plotted as a function of
the energy of the incoming radiation, for different incident angles: π /4 (line
1), π /2 (line 2), and 3π /4 (line 3). (b) Angular cross section as a function of
angle for different incoming photon energies: 1 keV (line 1), 100 keV (line 2),
200 keV (line 3), 400 keV (line 4), 800 keV (line 5), and 1000 keV (line 6).
the energy of the incoming photon. The scattered photon en-
ergy is downshifted by an energy difference that depends on
the angle. By observing at an appropriate angle, it is possi-
ble to indirectly measure the photon energy outside the nom-
inal detection range of the detector/spectrometer. However,
in addition to downshifting, the Compton effect also con-
tracts the spectrum thus reducing the resolution, as shown in
Figure 1(a). The cross-section of the Compton effect is given
by the Klein-Nishina formula,9
dσ
d
∝ Z∗P (Eγ , ϑ)2(P (Eγ , ϑ)+P (Eγ , ϑ)−1−1+cos2 ϑ),
(1)
P (Eγ , ϑ) = 1
1 + Eγ
mec2
(1 − cos ϑ)
, (2)
where Eγ is the energy of the incoming particle, ϑ is the
scattering angle, and me is the electron rest mass. As dσd de-
creases with increasing scattering angle (Figure 1(a)) the radi-
ation flux incident on the detector is attenuated by factor that
depends on the source and detectors sizes (Figure 1(b)). De-
pending on the angle, there is a trade-off between the energy
range, spectral resolution, and signal intensity.
As an example, Figure 2 shows the detector resolution re-
quired at the energy for 90◦ scattered photons to guarantee a
10% resolution up to 50 MeV. The requirements are extremely
stringent, however, but could be satisfied using a high resolu-
tion detector such as a Germanium detector,10 which has an
energy resolution <1 keV for photon energies up to 500 keV.
This would give a resolution better than 10% up to 20 MeV
and better than 20% up to 50 MeV for Compton-side scatter-
ing at 90◦.
However, to apply the technique to the characterization
of LWFA based X-ray sources measurements have to be car-
ried out in a single-shot. For this application the detector
is required to be pixelated for single shot aquisition. Ar-
ray germanium detectors of up to few hundred elements are
commercially available and could be used for this purpose
to achieve the highest resolution. However, as a proof-of-
concept demonstration of the Compton-side scattering tech-
nique we have used Timepix, a compact 65526 element pixe-
FIG. 2. Squares: Energy of the Compton-side scattered photon at 90◦. Trian-
gles: The detector energy resolution (in keV) required for the scattered energy
to have a 10% resolution on the measure of the incoming photon. Circles: The
detector resolution relative to the energy of the scattered photon.
lated semiconductor detector, which has lower energy resolu-
tion than a germanium detector but is more compact as it does
not require a cryogenic cooling system.
III. TIMEPIX MODELLING AND CALIBRATION
Timepix11 is a hybrid pixelated semiconductor detector
consisting of a 256 × 256 matrix of identical pixels, each oc-
cupying an area of 55 × 55 μm2. When a high energy parti-
cle or photon interacts with the detector material, it deposits
its energy and generates electron-hole pairs. The charge pro-
duced is collected by electrodes and the signal is processed by
integrated circuit elements (one for each pixel) that are con-
nected to the active material by solder bump bonds.
A single X-ray photon can generate signals in many ad-
jacent pixels because the charge produced by a photon can
diffuse between pixels. The size of the pixel cluster depends
on the interaction depth and the particle energy.12 The cluster
size is defined as the number of pixels with nonzero response
to a single photon when the threshold level is set above the
noise level.13 Therefore, to properly reconstruct the radiation
spectrum, it is necessary to take into account charge sharing
and sum up the energy deposited in each pixel cluster to de-
termine the total energy deposited by each photon.
In pixel semiconductor detectors, the formation of the
output signal is determined by many effects, such as distri-
bution of energy inside the conversion layer, spreading of the
generated charge during the drift and backscatter of photons
from detector components behind the detector layer14 etc.
Backscattered photons become more important at higher pho-
ton energies. In addition, photons can be transmitted through
the conversion layer without being absorbed to reach the read-
out chip, which is made up of high Z material. Here, photo-
electric absorption can give rise to fluorescence of the read-
out chip material itself.15 These fluorescence photons, which
are emitted isotropically, in turn may reach the conversion
layer and be absorbed adding noise to the detected signal.16
The amount of additional counts depends on the material and
thickness of the converting layer and on the energy of the in-
coming photons.15
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FIG. 3. A schematic of the modelled Timepix detector. A 1 mm thick CdTe active area is connected by 256 × 256 solder “bumps” (20 μm diameter) to the
ASIC (700 mm Si). A 7 μm Ag glue is placed below the ASIC.
We have investigated a 1 mm thick Cadmium Telluride
(CdTe) semiconductor layer bump-bonded onto the Timepix
readout chip. To reproduce the behaviour of Timepix un-
der X-ray irradiation, the detector has been modelled using
GEANT4,17 which simulates the interaction of particle with
matter and implements a wide range of physics from low en-
ergy (>250 eV) to high energy (∼1 TeV)+. To reproduce the
detector response under X-ray irradiation we have used the
low energy Livermore model, which takes into account fluo-
rescence, atomic deexcitation, and Auger effect,18 in addition
to basic electromagnetic process such as photoelectric effect,
pair production, Compton scattering, multiscattering, ioniza-
tion and bremsstrahlung process for electrons and positrons,
and annihilation of positrons. The simulation output is the en-
ergy spectrum deposited in the active area of the detector. This
spectrum is then convoluted by the detector energy resolution
provided in Ref. 19, to obtain the expected output spectrum
from the detector, which can then be compared with the mea-
sured one. A schematic of the simulated detector is shown
in Figure 3, which includes a 1 mm thick cadmium telluride
conversion layer with 20 μm diameter bump bonds of indium,
a 700 μm thick silicon layer that represents the Application-
Specific Integrated Circuit (ASIC), and a 7 μm thick silver
layer for the silver-filled glue behind the electronics.15
To characterize the CdTe detector it has been calibrated
using Americium 241. The X-ray emission peaks and the
source activity are listed in Table I. The recorded spectrum
and the corresponding GEANT4 simulation for a 59.5 keV
line are presented in Figure 4, where the measured data show
at lower energy the tail of the 13.9 keV line.
The CdTe Timepix detector can detect the photo-
peaks of gamma-rays up to hundreds of keV, such
Cesium-137 632 keV photons.19 However, the detection capa-
bility of CdTe fails when the photon energy reaches the MeV
range: the photo-electrons are not stopped inside the 1 mm
thick CdTe substrate. As a test, the spectrum of a cobalt-60
(Co-60) calibration source (see Table I for emission lines and
TABLE I. Laboratory sources used for calibration and characterization of
Timepix detector. Emission lines and source activity are listed.
Source Energy peaks (keV) Activity (kBq)
Am-241 13.9, 26.3, 59.5 41.9
Co-60 1173.2, 1332.5 12.0
activity) has been recorded with Timepix and simulated with
GEANT4 (see Figure 5).
The measurements show a fluorescence peak (∼30 keV)
that is larger than that predicted by simulations. The differ-
ence can be attributed to the lack of knowledge of the exact
composition of the surrounding material. This characteristic
emission, stimulated by the radiation from the Co-60 source,
could produce additional fluorescence in the detector.
IV. COMPTON SIDE-SCATTERING DETECTION
OF Co-60 PHOTONS AND PHOTONS EMITTED
IN THE LWFA EXPERIMENT
As a test of the Compton side-scattering technique, we
have measured the side-scattered spectrum of a Co-60 cali-
bration source at 90◦ using Timepix. As mentioned above, the
CdTe Timepix detector cannot detect the photo-peak of the
1.17 MeV and 1.33 MeV lines of Co-60 under direct irradia-
tion. At 90◦, the Compton side-scattered photons from the two
gamma lines of Co-60 are expected at 355 keV and 369 keV,
respectively. Detection with Timepix is challenging in this en-
ergy range due to the detector resolution, which is expected to
be around 50 keV for 360 keV photons, thus it is not possible
to discriminate between the two side-scattered emission lines
(see Figure 6).
FIG. 4. The measured spectrum of Am-241 (squares) compared with the
simulated spectral lines using GEANT4 (solid line curve). The experimen-
tal spectrum is the sum of 1000 acquisitions, each of 1 s duration. Timepix
clock is set at 48 MHz. The higher experimental signal level at lower energies
is attributed to radiation scattered by the surrounding material.
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FIG. 5. The plot shows the comparison between the Co-60 spectrum
recorded using the CdTe Timepix (squares: 5120 acquisitions of 0.1 s each
at 48 MHz clock) with the simulated spectrum modelling the detector us-
ing GEANT4 (solid line curve). The photo-peak of 1.17 MeV and 1.33 MeV
emission lines of the Co-60 are not detectable.
Figure 7 shows the acquisition setup: the source is placed
20 cm from a 5 cm long, 5 mm diameter lead scattering cen-
tre. Lead bricks are used to screen the detector active area
from direct irradiation. Timepix is enclosed in a 2 mm thick
aluminium box and additional aluminium and copper foils are
placed around the detector to absorb the k-alpha emission of
the lead excited by the source. Data are acquired for 7 days by
recording one spectrum every 60 s. Background spectra are
acquired under similar conditions after removing the source.
Considering the source activity and using the Klein-Nishina
formula for our geometry, we expect to have a scattering ef-
ficiency of ∼10−5 within the collection angle of Timepix.
Therefore the expected signal of just few tens of counts can
be detected with Timepix during an acquisition period of
7 days. The detected spectrum with the background subtracted
is compared with that simulated using GEANT4 and shown
in Figure 8. In both the recorded and simulated spectrum a
broad peak appears around 360 keV. This corresponds to the
FIG. 6. Energy resolution, given in r.m.s., for different observation angles
(0◦: triangles, 90◦: circles, and 135◦: squares). The 0◦ data are based on ex-
perimental data from Ref. 19.
1.2 MeV photon, which corresponds to the mean of the two
Co-60 emission lines. The expected low resolution merges
the two emission lines. The experimental test using the
Co-60 source successfully demonstrates the Compton side-
scattering technique for extending the energy range of the de-
tector, albeit with a loss in resolution.
The major difficulty of the proof-of-principle measure-
ment described above is the low efficiency of the process
making detection of a standard low activity calibration source
very difficult and time consuming. However, the low effi-
ciency and low resolution makes the technique very suit-
able for single-shot spectral analysis of high flux gamma-
rays from LWFA experiments because high resolution is
not required. In a LWFA the ponderomotive force of an in-
tense laser pulse excites plasma density waves to produce
a wake, which trails behind the laser pulse.20 Electrons can
“surf” on these electrostatic waves and rapidly accelerate to
very high energies.21–23 High energy photons are emitted by
electrons oscillating transversely in the plasma wake bubble
Compton
scattering 
centre
Co-60
5 cm
20 cm
20 cm
90
o
Shielding
5 mm
Timepix
pixelated 
detector
FIG. 7. Schematic of the Compton side-scattering setup. Timepix detects side-scattered photons at 90◦ by a lead post. The active area of the detector is shielded
by the direct irradiation from the source.
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FIG. 8. The recorded (squares) Timepix spectrum of Co-60 radiation scat-
tered through 90◦ and corresponding simulated spectrum using GEANT4
(solid line). The top axis gives the actual photon energy from the source,
while the bottom axis gives the corresponding Compton-scattered photon en-
ergy. Parts of the spectrum above 511 keV is due to photons emitted by the
Co-60 source being transmitted through the shielding to the detector active
area.
trailing behind the driving laser pulse.5 This radiation, known
as betatron radiation, is a tuneable, bright, spatially coherent
source.3–5 Betatron radiation can also record the history of the
electron motion during acceleration and is therefore a pow-
erful tool for providing insight into the electron beam mo-
tion inside the plasma. Despite the apparent simplicity of the
LWFA, the electron motion is determined by a highly nonlin-
ear process that depends on the coupling of plasma, electron
beam, and laser fields. The stability and control of the process
is still one of the major challenges in the LFWA. Therefore,
detecting and monitoring betatron radiation in a single shot is
essential.
We have applied the Compton side-scattering scheme us-
ing Timepix as a detector to record single-shot betatron spec-
tra. An experiment has been carried out at the Rutherford Ap-
pleton Laboratory using the Astra Gemini laser24 to measure
betatron gamma-ray radiation properties. The experimental
setup is shown in Figure 9. High energy electrons of mean
energy of 630 ± 70 MeV and charge ∼30 pC are produced
by focussing a 70 fs duration, 800 nm wavelength, high inten-
sity laser pulse into a pre-formed plasma capillary discharge
waveguide.25 To minimise the bremsstrahlung background,
the electron beams are bent away from the laser axis using
a 0.7 T dipole magnet placed immediately after the acceler-
ator and a perspex window placed in the chamber end wall
allows the emitted X-ray radiation to be transmitted onto a
12 mm diameter aluminium rod placed on-axis 3.4 m from
the source, which acts as the Compton scattering element.
The Timepix detector is placed in a shielded enclosure
to restrict detection only to Compton side-scattered radia-
tion. The scattering angle is fixed at 90◦ as a compromise be-
tween resolution, energy shift, and flux attenuation. At this
angle of detection, the energy range is significant for the
CdTe detector (beyond MeV as demonstrated with the Co-
60 side-scattering experiment discussed above). The detection
efficiency for the experimental configuration, calculated us-
ing GEANT4, is 10−6–10−7. The expected emission is about
1 photon per electron and therefore the expected scattered sig-
nal is extremely weak (only tens to hundreds of counts). Al-
ternative configurations that may have a higher Compton ef-
ficiency, and a different scattering angle, were not possible in
this experiment because of geometric constraints in the exper-
imental area and the detector energy range.
To process the measured spectra we apply the following
procedure. The efficiency of the Compton side-scattering de-
tection system is calculated for a range of different incoming
photon energies using GEANT4 to obtain a transfer function.
The measured spectra are then deconvoluted using this trans-
fer function and the actual incoming spectra calculated. To
reduce amplification of noise in processing, the measured sig-
nal is filtered using a Wiener deconvolution technique, which
assigns a weight based on the signal-to-noise ratio.26
A typical single-shot X-ray spectra recorded using the
1 mm thick CdTe Timepix detector is shown in Figure 10. In
the recorded spectrum the fluorescence peak due to CdTe res-
onance at 30 keV is evident.27 However, there is a clear shift
in the measured spectral peak energy from 90 keV to 150 keV,
which takes into account the Compton shift.
The measured flux is about 108 photons/shot emitted into
a narrow cone of 0.6 × 90 mrad2. The overall size of the de-
tector configuration is very compact even though the detector
B FieldLaser
H-filled
capillary e-beam
X-ray
Compton-scattering
centre
Comtpon 
side-scattered
photons Pixelated
detector
FIG. 9. Experimental LWFA setup. An F/16 spherical mirror focuses the laser pulse (3.5 J, 70 fs, 800 nm) to a 35–45 μm diameter spot at the entrance of 4 cm
long, 300 μm diameter, pre-formed plasma capillary discharge waveguide with an on-axis plasma density of np = (1–6) × 1018 cm−3. The laser beam has an
intensity of 9 × 1018 W cm−2. The laser beam is blocked after the capillary by a 600 μm thick Al foil.
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FIG. 10. (a) Betatron X-ray spectrum recorded with the 1 mm CdTe Timepix
in the Compton side scattering configuration and (b) the calculated incoming
spectrum. The vertical dashed line at 90 keV is to aid the eye.
is placed only 3.4 m from the source. An analogous direct
on-axis measurement would require the detector to be placed
150 m from the source to attenuate the flux to single photon
levels. The use of filters to attenuate the flux would result in a
loss of information and distortion of the spectrum.
The single-shot measurements taken together with other
experimental parameters provide insight into the influence
of the laser field on the electron motion in the bubble
regime. From single-shot X-ray spectra, it has been possible
to classify three different regimes of electron-laser interac-
tion, where electrons are driven through different stages of
resonance by the laser pulse.5 A strong resonance corresponds
to the emission of high energy photons. Depending on the ap-
plication and spectral range, X-ray beam properties, etc., dif-
ferent regimes can be chosen. Furthermore, a single-shot de-
tector is useful in studies to improve the stability and to tune
a radiation source whose energy may span a few tens of keV
up to hundreds of keV, as shown in Figure 10.
V. DISCUSSION AND CONCLUSIONS
In summary, Compton side-scattering has been proposed
as a method of simultaneously extending the spectral range
and reducing the photon flux seen by X-ray detectors. The
resolution challenge of the technique and the requirement of
the detector resolution have been discussed. The use of the
Compton side-scattering scheme in single-shot spectral mea-
surements has been demonstrated and the need for a pixelated
detector underlined.
As a proof of principle of the Compton side-scattering
technique we have calibrated and numerically modelled a
pixelated semiconductor detector, Timepix. An initial experi-
mental demonstration of the Compton side-scattering scheme
using Timepix was carried out with a Co-60 laboratory cali-
bration source and then in an LWFA experiment to study be-
tatron radiation. This shows that the Compton side-scattering
scheme could be a valuable tool to extend the spectral range of
detectors and to attenuate the flux of high brilliance gamma-
ray sources (e.g. betatron and coherent X-FEL sources28) in a
challenging parameter range.
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